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Laffoon, Susan 

Monday, March 18, 2002 4:20 PM 
Johnson, Doris E. 

Mokarry, Wade; Bridger, Deanie 
PPM 100 Instrument #1 


Doris, 

Waiter calibrated PPM 100 #1 three times today. Originaiiy, slope A, slope C and flow rate C were out. The C disc finally 
came in. Slope A is still running 11 points above the mean. No samples tested today. 

Myrna did full calibrations on 3/11 and 3/13, and Slope A was 7 and 8 points above the mean on those days. She should 
not have run samples but she did. Samples were also run after that on days when only the flow rates were read. Please 
have Myrna put notes in the calibration book for 3/11 and 3/13. Someone will need to verify all samples tested and 
reported out since 3/11. 

Tanua will come in Tuesday morning to check the instrument. I have enough backup data for the 043 disc set to set up 
new charts, which Deanie and I will do tomorrow. 

Deanie and I will be going to DSC and PreCon tomorrow around 8;30 and should return by Noon. 


1 


PM3000992751 


Source; https://www.industrydocuments.ucsf.edu/docs/qqlk0001 



